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END SINK WITH COMPLETE SET OF
ACID-RESISTANT P-TRAP AND DRAIN WITH
SINK CABINET WITH CONCEALED HINGE
SWING DOORS

PEG BOARD WITH 19 PEGS

CUP SINK WITH COMPLETE SETS OF ACID
RESISTANT P-TRAP AND DRAIN FITTINGS

LAB GOOSENECK FAUCET WITH ISOLATION
VALVE, FOR COLD WATER ONLY

GAS OUTLETS WITH 2-WAY NOZZLE

CUP SINK WITH COMPLETE SETS OF ACID
RESISTANT P-TRAP AND DRAIN FITTINGS

LAB GOOSENECK FAUCET WITH ISOLATION
VALVE, FOR COLD WATER ONLY

GAS OUTLETS WITH 2-WAY NOZZLE

2 ELECTRICAL OUTLET 110/220VAC

2 ELECTRICAL OUTLET 110/220VAC
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GAS OUTLETS WITH 2-WAY NOZZLE

PEG BOARD WITH 19 PEGS

LAB GOOSENECK FAUCET WITH ISOLATION
VALVE, FOR COLD WATER ONLY

CABINET WITH KEYS AND LOCKS
CONCEALED HINGE SWING DOORS

TABLE TOP: MOLDED RESIN TOP (ACID RESISTANT)
ONE PIECE MOLDED RESIN EDGE LESS SEMI GLOSS

BASE: EPOXY-COATED STEEL TUBULAR LEGS AND
FRAMES

CUP SINK WITH COMPLETE SETS OF ACID
RESISTANT P-TRAP AND DRAIN FITTINGS

2 ELECTRICAL OUTLET 110/220VAC

GAS OUTLETS WITH 2-WAY NOZZLE

LAB GOOSENECK FAUCET WITH ISOLATION
VALVE, FOR COLD WATER ONLY

CUP SINK WITH COMPLETE SETS OF ACID
RESISTANT P-TRAP AND DRAIN FITTINGS

2 ELECTRICAL OUTLET 110/220VAC

END SINK WITH COMPLETE SET OF
ACID-RESISTANT P-TRAP AND DRAIN WITH
SINK CABINET WITH CONCEALED HINGE
SWING DOORS

TYPICAL  LABORATORY TABLE DETAIL
SCALE                                                                                                                                     NTS
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